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NOTE 1: The results relate only to the sample which was tested and cannot be guaranteed to represent the batch from which it was taken. 
 
NOTE 2: This report may not be reproduced except in full, without written approval of MGS Laboratories Ltd. 

 

Table 2: Membrane filtration test results   

Interfering 
substance 

Test 
organism 

Validation tests 

Bacterial test 
suspension 

 
 

Test procedure 
 
 

Bacterial 
suspension 

Experimental 
conditions 

control 

Filtration 
Control 

Filtration Test 
Control 

3g/l Bovine 
albumin 
(dirty 
conditions) 

Enterococcus 
hirae 
 
NCIMB 8192 

Vc: 179; 139 
 
Nv: 1.6 x 10

3
 

Vc: 134; 154 
 
A: 1.4 x 10

2
 

Vc: 139; 145 
 
B: 1.4  x 10

2
 

Vc: 127; 120 
 
C: 1.2 x 10

2
 

10-6: >300; >300 
 
10-7: 49; 49 
 
N: 4.90 x 10

8
 

Vc: 4; 4 
         
Na: <1.5 x 10

2
 

 
R: >3.27 x 10

5
 

3g/l Bovine 
albumin 
(dirty 
conditions) 

MRSA 
 
NCTC 12493 

Vc: 82; 71 
 
Nv: 7.7 x 10

2
 

Vc: 74; 87 
 
A: 8.1 x 10

1
 

Vc: 76; 82 
 
B: 7.9 x 10

1
 

Vc: 67; 68 
 
C: 68 x 10

1
 

10-6: 270; 257 
 
10-7: 23; 28 
 
N: 2.63 x 10

8
 

Vc: <1; <1 
         
Na: <1.5 x 10

2
 

 
R: >1.75 x 10

5
 

3g/l Bovine 
albumin 
(dirty 
conditions) 

Legionella 
pneumophilia  
 
ATCC 33152 

Vc: 149; 157 
 
Nv: 1.5 x 10

3
 

Vc: 183; 170 
 
A: 1.8 x 10

2
 

Vc: 160; 160 
 
B: 1.6 x 10

2
 

Vc: 148; 159 
 
C: 1.5 x 10

2
 

10-6: >300; >300 
 
10-7: 47; 51 
 
N: 4.90 x 10

8
 

Vc: <1; <1 
         
Na: <1.5 x 10

2
 

 
R: 3.27 x 10

5
 

Vc = Viable count 
N = Number of cfu/ml of the bacterial test suspension 
Nv = Number of cfu/ml of the bacterial suspension 
R = Reduction of viability 
Na = Number of cfu/ml in the test mixture 
A = Number of cfu/ml of the experimental conditions validation 
B = Number of cfu/ml of the neutraliser toxicity validation or Number of cfu/ml of the filtration control 
C = Number of cfu/ml of the dilution-neutralisation validation or Number of cfu/ml of the filtration test control
 


